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Abstract 

Background: The aim of this study was to optimize quantitative (real-time) polymerase chain reaction (qPCR) 
assays for 8 major periodontal pathogens, i.e. Aggregatibacter actinomycetemcomitans, Fusobacterium nucleatum, 
Parvimonas micros, Porphyromonas gingivalis, Prevotella intermedia, Tanerella forsythia and Treponema denticola, and 
of the caries pathogen Streptococcus mutans. 

Results: Eighteen different primer pairs were analyzed in silico regarding specificity (using BLAST analysis) and the 
presence of secondary structures at primer binding sites (using mFOLD). The most specific and efficiently binding 
primer pairs, according to these analyses, were selected for qPCR-analysis to determine amplification efficiency, limit 
of quantification and intra-run reproducibility. For the selected primer pairs, one for each species, the specificity was 
confirmed by assessing amplification of DNA extracts from isolates of closely related species. For these primer pairs, 
the intercycler portability was evaluated on 3 different thermal cyclers (the Applied Biosystems 7300, the Bio-Rad 
iQ5 and the Roche Light Cycler 480). For all assays on the different cyclers, a good correlation of the standard series 
was obtained (i.e. r 2 > 0.98), but quantification limits varied among cyclers. The overall best quantification limit was 
obtained by using a 2 [i\ sample in a final volume of 10 (jl on the Light Cycler 480. 

Conclusions: In conclusion, the proposed assays allow to quantify the bacterial loads of S. mutans, 6 periodontal 
pathogenic species and the genus FusobacteriumJhis can be of use in assessing periodontal risk, determination of 
the optimal periodontal therapy and evaluation of this treatment. 

Keywords: QPCR, Periodontal pathogens, Specificity, Quantification limit, Intercycler portability 



Background 

Periodontitis is a multifactorial infectious disease 
whereby an irreversible destruction of periodontal tis- 
sues occurs. This condition is preceded by a reversible 
state of inflammation of the periodontal tissues, called 
gingivitis [1]. From a microbiological point of view, this 
course is characterized by quantitative and qualitative 
alterations in the microflora of the subgingival environ- 
ment [2]. The average surface area of the adult human 
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oral cavity has been estimated to amount to approxi- 
mately 215 cm 2 [3], presenting a vast surface for micro- 
bial colonization. A total number of around 700 
microbial species has been estimated to populate the nu- 
merous surfaces of the oral cavity [4], and major differ- 
ences can be observed between subjects and even on a 
site level within one subject [5]. Although most of these 
bacteria are commensal microorganisms, numerous bac- 
terial species, including several that cannot be grown 
in vitro, have been associated with periodontal health 
and disease, related to biofilm formation [6-10]. There- 
fore, assessing the bacterial diversity in the subgingival 
biofilm may be important for the diagnosis and opti- 
mized treatment of periodontal diseases. The total num- 
ber of microbial cells in subgingival plaque from 
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periodontally healthy subjects has been estimated to 
amount to 3.3 x 10 9 cfu/mg, increased to 17 x 10 10 cfu/mg 
for patients with periodontitis, with considerable inter- 
subject variation [11]. This increase in microbial counts is 
also accompanied by a certain shift in the microbial species 
present [12,13]. Basically, the biofilm continues to develop 
with increasing biodiversity. So-called periodontal patho- 
gens, mainly including gram negative anaerobic rods and 
spirochetes (such as Treponema denticola) benefit from 
this phenomenon, especially at the base of the periodontal 
pocket [13]. Consequently, differences in composition and 
quantity of the periodontal microflora might be used to 
explain variations in severity of periodontitis. In spite of 
the difficulty of cataloguing all the members of the oral 
microflora and the complexity of their interactions with 
each other and their human host, certain species have been 
identified as likely perio-pathogens. For example, there is a 
strong body of evidence that Aggregatibacter actinomyce- 
temcomitans, Porphyromonas gingivalis, T denticola and 
Tannerella forsythia are periodontal pathogens (Slots 
et al, [14-19]). Whilst A actinomycetemcomitans has been 
implicated to be responsible for aggressive periodontitis, 
P. gingivalis, T. forsythia and T. denticola are more asso- 
ciated with chronic periodontitis [20], although all four 
species have been implicated in various forms of periodon- 
titis. In addition to these species, moderately strong evi- 
dence exists regarding the pathogenicity of certain other 
bacterial species, such as Campylobacter rectus, Eubacter- 
ium nodatum, Fusobacterium nucleatum, Parvimonas 
(Micromonas, Peptostreptococcus) micros, Prevotella inter- 
media/nigrescens, Streptococcus intermedius and various 
spirochetes, in some forms of periodontitis [21-29]. Taking 
these findings into account, the detection and quantifica- 
tion of a limited number of specific bacterial species in 
subgingival biofilms might be a helpful tool in periodontal 
risk assessment, determining the optimal periodontal ther- 
apy and evaluating the treatment outcome. In this study, 
we therefore evaluated several qPCR assays for the detec- 
tion of 8 oral pathogens, i.e. Aggregatibacter actinomyce- 
temcomitans, Fusobacterium genus, Parvimonas micros, 
Porphyromonas gingivalis, Prevotella intermedia, Strepto- 
coccus mutans, Tannerella forsythia and Treponema denti- 
cola. S. mutans was also included given its predominant 
role in the etiology of dental caries [30]. Periodontitis and 
caries are the most prevalent oral diseases, still resulting in 
considerable tooth loss [31]. 

Methods 

Bacterial strains 

The bacterial strains used in this study for analyzing sen- 
sitivity and specificity of the primers are listed in Table 1. 
Clinical isolates, which were not traceable to the patient, 
and reference isolates were used. The clinical samples 
used for the study mentioned that was published 



elsewhere [32], were covered by the ethical committee 
approval: B67020097225 (Belgian registration number). 
These clinical samples were collected from the deepest 
periodontal pocket per quadrant. A sterile paper point 
was inserted following supragingival plaque removal and 
left in situ for about 20 seconds. The paper points were 
collected in 200 \i\ of a 20 mM Tris-HCl, pH 8 solution 
(Merck, Darmstadt, Germany) and stored at -20°C until 
DNA extraction. 

Extraction of DNA and preparation of standard 
dilution series 

Bacterial genomic DNA used for preparing standard 
dilution series was extracted with the High Pure PCR 
Template Preparation Kit (Roche, Basel, Switzerland). 
Briefly, all strains were grown anaerobically, except for 
Streptococcus spp., which were grown aerobically, on 
blood agar. Colonies were scraped from plates and sus- 
pended in 400 \A PBS. To 200 \A of bacterial suspension, 
2 [A mutanolysin (25 U/|il) was added and incubated for 
15 min at 37°C. Further DNA extraction was performed 
according to manufacturers guidelines. The DNA con- 
centration was quantified by spectrophotometric analysis 
(Nanodrop, Thermo Scientific, Wilmington, DE) and 
converted from ng/ml to number of genomes/ml by 
calculating the molecular weight of the genome (ng/gen- 
ome) and dividing the concentration (ng/ml) by the 
molecular weight of the genome in order to assign 
number of genome values to the standard dilution series. 
Bacterial DNA used for specificity testing was extracted 
using alkaline lysis. Briefly, strains were grown on agar 
plates under appropriate conditions, a single colony was 
picked up and dissolved in 20 \A alkaline lysis buffer 
(0.25% SDS, 0.05 N NaOH), the mixture was heated for 
15 min at 95°C, the tubes were briefly spinned, 180 \A 
sterile HPLC water was added to neutralize the pH, and 
the tubes were centrifuged during 5 min at 13000g to 
spin down the bacterial cell debris. The supernatant was 
used as DNA extract. Tenfold standard dilution series of 
reference strains were made from genomic DNA 
extracted from A. actinomycetemcomitans DSM 11123, 
F. nucleatum CCUG 32989, P. micros CCUG 46357, 
P. gingivalis CCUG 25893, P. intermedia CCUG 24041, 
S. mutans LMG 14558 T and T forsythia CCUG 
21028A T . Several attempts to grow T denticola from 
different culture collections failed. Therefore, a tenfold 
standard dilution series was made of a synthetic ds 
oligonucleotide. We blasted the primers described by 
Hyvarinen et al. [33] and found that these were located 
on the coding domain sequence for a glycosyl transfer- 
ase, corresponding to region 1470086 - 147094 of strain 
ATCC 35405 (GenBank: AE017226), which we ordered 
from Eurogentec (Liege, Belgium). All standard series 
were diluted in nuclease free water, containing 1 (ig/ml 
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Table 1 Bacterial strains and their corresponding collection number used to test sensitivity and specificity of the 
different primer pairs 



Species 




Oricjin 


Arfinnhnn ill im srhnnlii 

rALLII IUUUL.UIUI 1 1 jLIIUUIII 


I J V V Z-J Ur\ I Z. 


hi iman \/pninp 

MUM lull, VdUIMu 


r\LLII IUI I lytcb lllt.yt.ll 


rDZUUD/ZlO I I u 


MUM Idl 1, Vdy II Id 


r\LLII IUI I lytcb 1 lUcblUI IUII 


rn \g 1 n T 

s_v_UsJ I Oj I U 


hi i i m 3 n ci n i ic 
MUM Idl 1, oil lub 


Artinr^rrw/rpc noi lii 
r\LLII IUI 1 /yLcj llt.UII 




hi iman \/apiina 
MUM Idl 1, VdLJ II Id 


r\LLII IUI 1 /yLcj UUUI ILUiyLILUb 


LIVIO I JyjJ 


hi iman Hrain aftor li inn rocor"tipin 
MUMIdll, Uldlll dl Lcl lUliy IcocLLIUM 


r\LLII IUI 1 iytt.b [Uf/Cu/Jlj 


TSW/4RA 1 a 
I j v v zJ-^\Jr\ I 


hiim^n \/pninp 
i iui i idi i ( vdyiiia 


r\yyi cyULIUULLcl ULLII IUI I /yCcic/ / ILUI I IILUI lb 


n^K/l 1 1 1 73 
UOIVI I I I ZD 


hi im^n ci i hin i 1 Hont^l nbni id 
MUMIdll, buUyiliyiVdl UtrllLdl pidLjUc 


Anmihinrforii im rnr\ir~\hnrtor 
r\yiUUULLcl IUI 1 1 lUUIUUULLcl 


01 On D^RD a 

U I UO UOOU 


1 IUL 1 cLUIUcU 


DULLt.1 UIUt.b liuyillb 


cc\ \g AR^fJ n^i ?i77 a 

^.WUVD 40JO , UJLZ I / / 


MUMIdll, dpptrMUIA dUjLcjj, 


DULLt.1 U/Ufcj LI IcLUIULUUI 1 IILIUI 1 


CC\ \G 3477R 


hi iman apiPionHiv 
MUMIdll, dUUcMUIX 


lUbUUULLt.1 IUI 1 1 I IULIcULUI 1 1 


rn ir, 3?qrq t 

v_v_Uvj JZyQy 


MUMIdll, LclVILU IdLldl IcblUII 


Fi icr\hnrtori\ im \inr'u im 
lUbUUULLL.1 IUI 1 1 VUIIUIII 


n^M 1 QRnR T 
UOIVI I 7OOO 


hi im^n foor"Cic 
MUM Idl 1, IdcLcb 


Pn r\/i mr^nn c mirrr\c 
rUI VII 1 IUI lUb IIIILlUb 


rn \g 4n^s7 T 


hi iman p\i in ilont Piloi iric\/ 
MUMIdll, UUIUItrML UlcUlloy 


rt-ULUbLI t.ULULULLUb Ul IUt.lUUIUb 


F\A/OR\/D1 RD a 
rvvwDvu i ou 


1 IUL 1 cLUI UcU 


Pnrnhx/mmnnns ninni\/nlis 
r ui fji lyi ui i iui iuj yniyivuiib 


rn \g ?srq^ t 

s_s_USJ ZJ07J 


hi iman ninni\/pl ci ilri ic. 
Muiiiaii, yniyivdi juiluj 


rui /Ji lyiui i tut tub bui i iciuc 


viviruzj j jj j 


MUM Idl 1, Vdy II Id 


rlt.VULt.IIU n Iclui III lUycl IILU 


F\A/P) R\/0747 a 
r vvw dvu/ i / 


MUM Idl 1, Vdy II Id 


rlt.VULt.IIU UIVIU 


F\A/0 R\/DQ 1 3 a 
r vvw dvu? i j 


hi iman \/apiina 
MUM Idl 1, Vdy II Id 


Pro\/r\to\\n hi irmli<: 
rlt.VULt.IIU UULLUIIb 


FWO R\/H7S4 a 
rww dvu/ 


hi iman \/apiina 
MUM Idl 1, Vdy II Id 


rlt.VULt.IIU Ulblt.1 lb 


\/MF 1 DDD^RT^I 
vivir i uuuon i j \ 


hi iman \/apiina 
MUM Idl 1, Vdy II Id 


rl cVULtHIU LUIUUIIb 


I JvVUHLn I 


MUM Idl 1, Vdy II Id 


Pro\/r\to\\n informoriin 
rlt.VULt.IIU II ILt.1 1 1 ItzUlU 


rn ir ?4Dzii T 


hi im:an omi"\\/om:a 
MUMIdll, cl 1 ipytrl 1 Id 


JLIt.fJLUL.ULL.Ub UyUIULLIUt. 


I Mfn 14^Q4 T 

LIVIO I H\jyH 


hn\/ino mill/ 
UUVII Ic, 1 1 IMIS. 


JLI t.ULULUL.L.Ub Ul lyil lUbUb 


I Mr, ia^d? 7 

LIVIVJ ItJUZ 


hi iman thrnat 
MUMIdll, LI 1 1 Ud L 


JLI t-ULULULLUb IIIILIb 


I Mr, 14.^;^7 T 


hi iman oral r~a\/it\/ 
MUMIdll, Uldl LdVILy 


Streptococcus mutans 


LMG 14558 T 


human, carious dentine 


Streptococcus oralis 


LMG 14532 T 


human, oral cavity 


Streptococcus pneumoniae 


LMG 14545 T 


not recorded 


Streptococcus pyogenes 


LMG 14700 T 


not recorded 


Streptococcus sanguinis 


LMG 14702 T 


human, subacute bacterial endocarditis 


Streptococcus salivarius 


LMG 11489 T 


human, blood 


Streptococcus sobrinus 


LMG14641 7 


human, dental plaque 


Tannerella forsythia 


CCUG 21028A 7 


Human, periodontal pocket 


Treponema denticola 


Oligo b 


not applicable 



Legend 

a : Patient isolate.; b : T. denticola could not be cultured. Therefore, a ds oligonucleotide was used as template for preparing the standard series. 



calf thymus DNA (Sigma-Aldrich, St. Louis, MO), 
according to the MIQE guidelines [34]. Calf thymus 
DNA was added to decrease adherence of the target 
DNA to the vials, in order to increase reproducibility, 
especially of the low concentration standards. 

Primers 

Primer sequences and amplicons were analysed for spe- 
cificity using the nucleotide Basic Local Alignment 
Search Tool and primerBLAST (http://blast.ncbi.nlm. 
nih.gov/Blast.cgi). The presence of secondary structures 



was analyzed using mFOLD (http://mfold.rna.albany. 
edu/?q=mfold). 
Table 2 lists the primers that were tested. 

qPCR 

Each assay was designed for most efficient amplifica- 
tion with the same thermocycling program: initial 
dsDNA denaturation (+ activation of hot start enzyme) 
for 10 min at 95°C, 40 cycles of 15 s at 95°C and 1 min 
at 60°C, on an ABI 7300 real time PCR system (Applied 
Biosystems, Carlsbad, CA). The primer concentrations 



Decat et al. BMC Research Notes 201 2, 5:664 Page 4 of 9 

http://www.biomedcentral.eom/1756-0500/5/664 



Table 2 Primer sequences evaluated for specificity (BLAST) and primer annealing onto secondary structures (mFOLD) 
by in silico analysis for the eight different species 



Species 

Aggregatibacter actinomycetemcomitans ' c 
Aggregatibacter actinomycetemcomitans 



Primers 

F: GCGAACGTOCGCG^AC 



R: GGCAAATAAACGTGGGTGAC 
F: CTOCCTACTCTOAGATCCGAA 



Target gene 

waaA 

16S rRNA 



RV: ATGCAGCACCTGTCTCAAAGC 



Reference 

Hyvarinen et al. [33] 

Maeda et al. [35] 



Aggregatibacter actinomycetemcomitans 



F: CAGGATCTGCGATGGCTGTA 
R: TGAGCCCmGTCmCCTAGGT 



iktA 



Yoshida et al. [36] 



Fusobacterium spp. 



F: AAGCGCGTCTAGGTGGTOTGT 



16S rRNA 



R: TGTAGTCCGCTOCCTCTCCAG 



Martin et al. [37] 



Fusobacterium spp. b 



Parvimonas micros 



F: CGCAGAAGGTGAAAGTGCTGTAT 
R: TGGTCCTCACTGATCAGAGAGA 
F: AAACGACGATOATACCACATGAGAC 
R: ACTGCTGCCTCCCGTAGGA 



16S rRNA 



16S rRNA 



Suzuki et al. [38] 
Bartz et al. [39] 



Parvimonas micros 



F: AGTGGGATAGCCGTOGAAA 



16S rRNA 



R: GACGCGAGCCCITC^ACAC 



Martin et al. [37] 



Porphyromonas gingivalis 



F: TGGmCATGCAGCTOm 
R: TCGGCACC^CGTAA^CIT 



waaA 



Hyvarinen et al. [33] 



Prevotella intermedia 



F: GAGCCGAACGCAAAATACAT 



waaA 



R: AGGGCGAAAAGAACGTOGG 



Hyvarinen et al. [33] 



Prevotella intermedia 



Tannerella forsythia 3 



F: TCCACCGATGAATCmGGTC 



16S rRNA 



R: ATCCAACOTCCCTCCACTC 
F: CTCGCTCGGTGAGmGAA 



waaA 



R: ATGGCGAAAAGAACGTCAAC 



Maeda et al. [35] 
Hyvarinen et al. [33] 



Tannerella forsythia 



F: GGGTGAGTAACGCGTATGTAACCT 1 6S rRNA 

R: ACCCATCCGCAACCAATAAA 



Shelburne et al. [40] 



Tannerella forsythia 



F: TCCCAAAGACGCGGATATCA 
R: ACGGTGGGGATGTGATOT 



bspA antigen 



Morillo et al. [41] 



Tannerella forsythia* 



F: AGCGATGGTAGCAATACCTGTC 



16S rRNA 



R: TTGGCCGGG^ATCCCTC 



Kuboniwa et al. [42] 



Tannerella forsythia* 
Treponema denticola 



F: ATCCTGGCTCAGGATGAACG 



16S rRNA 



R: TACGCATAGCCATGCGCAA 
F: CC1TGAAGAAAAAGGGGAAA 



waaG 



R: GGGAAAAGCAGGAAGCATAA 



Suzuki et al. [38] 
Hyvarinen et al. [33] 



Streptococcus mutans 



F: AGCCATGCGCAATCAACAGG^ 



R: CGCAACGCGAACATC1TGATCAG 



Yano et al. [43] 



Streptococcus mutans 



F: GCCTACAGCTCAGAGATGCTATOT 
R: GCCATACACGACTCATGAATOA 



gftB 



Yoshida et al. [36] 



Legend 

a : Primer pairs excluded for further in vitro testing on 
b : Primer pairs excluded for further specificity testing 



the basis of in silico analysis. 

on the basis of amplification efficiency. 



were the same for all assays, i.e. 300 nM. Assays were 
performed in a final volume of 25 ul with a final MgCl 2 
concentration of 3 mM and with 2.5 ul DNA extract, 
using the SybrGreen qPCR core kit (Eurogentec). 

Assays carried out on the LightCycler (LC) 480 ther- 
mal cycling system (Roche) were performed in a final 
reaction volume of 10 ul with 1 or 2 ul of DNA extract 
(both volumes were tested), using the LightCycler 480 



SybrGreen I master mix, with the same primer concen- 
trations and thermocycling program as for the ABI 7300. 
Assays carried out on the iQ5 thermal cycling system 
(Bio-Rad Laboratories, Hercules CA) were performed in 
a final reaction volume of 25 ul with 2.5 ul DNA extract, 
using the iQ SYBR Green Supermix, with the same pri- 
mer concentrations and thermocycling program as for 
the ABI 7300. 
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Results 

The aim of this study was to optimize quantitative PCR 
assays (qPCR assays) for 8 important oral bacteria, 
i.e. Aggregatibacter actinomycetemcomitans, Fusobacter- 
ium nucleatum, Parvimonas micros, Porphyromonas gin- 
givalis, Prevotella intermedia, Streptococcus mutans, 
Tanerella forsythia and Treponema denticola. In silico 
analysis indicated that it was not possible to develop species 
specific primers for F. nucleatum, based on the 16S rRNA 
gene. Therefore, Fusobacterium genus primers were used, 
assuming that - when testing oral samples - most signal 
strength for this qPCR will be caused by the presence of 
F. nucleatum, because this species is the dominant Fuso- 
bacterium species in oral microflora [44]. Different primer 
pairs were tested with regard to amplification efficiency, 
specificity and intercycler portability (robustness), i.e. port- 
ability between different thermal cyclers. 

Initially, the qPCR formats were developed on an ABI 
7300 thermal cycling system (Applied Biosystems), on 
which we first determined the amplification efficiency of 
the primers. Thereafter, the primer pairs with the best 
amplification efficiency were used to test intercycler 
portability by carrying out the PCRs on a LightCycler 
480 thermal cycler (Roche) and on an iQ5 thermal cycler 
(Bio-Rad), with the same cycling parameters as used on 
the ABI 7300. The thermal cycler that gave the most 
reproducible and accurate results, was used to test the 
specificity of the assays. 

Amplification efficiency of different primer pairs 

Bioinformatic analysis (PrimerBLAST, mFold) revealed 
that, at an annealing temperature of 60°C, some of the 
primers were annealing on secondary structures in the 
target genes. An example of annealing on secondary 
structure is shown in Figure 1 for the T. forsythia forward 
primer that has been proposed by Kuboniwa et al. [42]. 

As indicated in Table 2, we omitted these primer pairs 
from subsequent experiments, because annealing of the 
primers onto secondary structures has been shown to 
decrease amplification efficiency [45]. First, the amplifi- 
cation efficiency and quantification limit of the selected 
primer pairs were tested using a 10-fold standard dilu- 
tion series. The best performing primer pairs were 
selected on the basis of amplification efficiency, correl- 
ation of standard dilution series and quantification limit, 
the latter defined as the lowest standard dilution that 
could be included in the standard series without de- 
creasing the amplification efficiency below 95% (Table 3). 
Moreover, intra-run reproducibility was taken into ac- 
count (data not presented). 

Specificity testing 

After selection of the primer pairs that enabled amplifi- 
cation of the target species with the same protocol, 



specificity of the different primer sets was tested by in- 
cluding closely related species (Table 1) in each of the 
8 qPCR assays. Assays for A. actinomycetemcomitans, 
P. micros, P. gingivalis and P. intermedia detected only 
the target species for which they were designed. The 
assay for the Fusobacterium spp. detected also F. var- 
ium, next to F. nucleatum, as expected, since this is a 
genus specific qPCR. For the assay for T. forsythia, some 
unspecific amplification was observed during the last 
cycles (35 < C q < 40) for strains of the species Fusobac- 
terium nucleatum, P. bivia, P. intermedia and S. agalac- 
tiae (Figure 2). This did not affect the specificity of the 
T. forsythia assay because of the low amplification effi- 
ciency. Moreover, the Tm- value of the T. forsythia 
amplicon was situated between 81.96 and 82.02°C, 
whereas Tm-values for all other species were lower. 
Every strain included in the specificity testing, except 
the strains of P. intermedia and A. radiobacter, gave 
weak unspecific amplification for the T. denticola assay. 
This could possibly be explained by the formation of pri- 
mer dimers during the last cycles of the T. denticola 
assay, since the NTC had a high Cq value ( > 40). Still, 
this little affected the specificity of this assay, first be- 
cause of the low amplification efficiency for these non- 
target species (i.e., Cq value below the quantification 
limit of the assay) and second because the melting pro- 
file of the unspecific PCR products was clearly different 
from that of the target sequence." 

Intercycler portability (robustness) 

After selection of the primer pairs with the highest spe- 
cificity and amplification efficiency on the ABI 7300 
cycler (Table 3), the same assays were carried out on the 
iQ5 and the LC480 thermal cyclers. In addition, for the 
LC480, two different DNA extract volumes, i.e. 1 and 
2 \A were tested. All qPCRs on the different cyclers gave 
good correlation of the standard series (i.e. r 2 > 0.98), 
but quantification limits varied between cyclers. The 
overall best quantification limit was obtained by using a 
2 \A sample in a final volume of 10 \A on the LC480 
(Table 4). 

Discussion 

Although culture is currently the standard approach for 
assessing the oral microflora, anaerobic culture, which is 
required to this aim, is rather costly. Moreover, quantita- 
tive culture is very laborious, requiring more culture 
media, and thus an even more costly technique, with 
limitations of the number of samples that can be enum- 
erated. Molecular techniques may be valuable alterna- 
tives to anaerobic quantitative culture, especially since 
the availability of quantitative (real-time) PCR (qPCR). 
Conventional PCR only reveals the presence or absence 
of a species, while qPCR and DNA-DNA hybridization 
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Figure 1 Analysis by mFold of the secondary structure of the Tannerella forsythia 16S rRNA gene amplicon, targeted by the primers 
described by Kuboniwa ef al. [42]. Folding conditions were adapted to qPCR conditions (see 2.4). Forward primer anneals on bp 1-22 region, 
which contains a hairpin (bp 7-18). 



approaches (Socransky et al [9,46]) offer (semiquanti- 
tative data with an acceptable degree of agreement with 
quantitative culture for most periodontal pathogens [47]. 
Although a perfect agreement between microbial enu- 
meration techniques seems unlikely [48-50], their avail- 
ability might become relevant for the clinician, especially 
when conventional therapeutic modalities have failed. 
Interestingly, microbial data could also become valuable 



to predict further periodontal deterioration following ac- 
tive treatment [51]. 

In order to optimize an assay to detect eight predom- 
inant oral pathogens, 8 primer pairs were selected that 
were run on the same thermocycling program with suffi- 
cient amplification efficiency, specificity and sufficient 
quantification limit. Six of the 8 assays were species spe- 
cific. For the T. denticola and T. forsythia assays, some 



Table 3 Primers used for specificity testing, after selection based on amplification efficiency, quantification limit, and 
intra-run reproducibility (data not presented) 



Species (reference) 


Correlation 
standard curve 


Amplification 
efficiency (%) 


Quantification limit 
(number of bacteria 
per 25 ul reaction) 


Aggregatibacter actinomycetemcomitans [35] 


0.99 


89 


25 


Fusobocterium spp. [37] 


0.99 


94 


4 


Porvimonos micros [39] 


0.99 


91 


2 


Porphyromonas gingivalis [33] 


0.99 


95 


9 


Prevotella intermedia [35] 


0.99 


91 


11 


Treponema denticola [33] 


0.99 


95 


150 


Tannerella forsythia [40] 


0.99 


93 


25 


Streptococcus mutans [36] 


0.98 


115 


37 
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Melting Peaks 
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Figure 2 Melting curve analysis of unspecific amplification products for the Tannerella forsythia qPCR [40]. The melting curves presented 
were drawn by the software of the LC480 cycler after performing the T forsythia qPCR on the species listed in Table 1. 



unspecific amplification was observed, but only at C q 
values of more than 35. This was not an issue, since the 
last standard included in the standard dilution series, 
corresponding to one chromosome/reaction for T. denti- 
cola and 2 chromosomes /reaction T. forsythia) had a C q 
value below 35, such that all fluorescence signals 
detected after this C q value are considered as not quanti- 
fiable. Moreover, melting curve analysis indicated that 
these unspecific amplification products had melting tem- 
peratures that were clearly different from that of the tar- 
get species. 

All assays were evaluated for intercycler portability by 
running the standard dilution series for each species on 
three different thermal cyclers, i.e. ABI 7300, Bio-Rad 
iQ5 and LightCycler 480. Highly efficient amplification 
was obtained on all cyclers, but the LightCycler 480 
could detect lower bacterial inocula than the other 
devices, i.e. on average 3.6 chromosomes /reaction, 



compared to 26 chromosomes/reaction for the iQ5 and 
33 chromosomes/reaction for the ABI 7300. In addition, 
the LightCycler 480 has higher throughput {i.e. 384 sam- 
ples) than the ABI 7300 and Bio-Rad iQ5 devices {i.e. 96 
samples). 

The optimized assays were implemented to evaluate 
the microbial effects of an essential oils mouth rinse 
used by patients in supportive periodontal care [32]. 
Briefly, during a 3-month double-blind randomized 
placebo-controlled study, these qPCR assays were used 
to evaluate the microbial effects of an essential oils 
mouth rinse used as an adjunct approach to mechanical 
plaque control by patients in supportive periodontal 
care. Subgingival plaque samples were collected for 
the quantification of the 8 bacterial species by means of 
the qPCR formats described here. No significant differ- 
ences were observed between treatment and placebo 
groups. Also, there was no significant change over time 



Table 4 Intercycler portability of the different assays on the different thermal cyclers, by comparison of the limits of 
reliable quantification, i.e. the most diluted standard that could be used to calculate the standard curve, expressed 
here as number of cells present in the most diluted standard reaction mixture 



Assay 
Species 


Reference 


ABI 7300 
(2.5/22.5) a 


iQ5 

(2.5/22.5) 


LC 480 

(1/9) 


LC 480 

(2/8) 


Aggregatibacter actinomycetemcomitans 


Maeda et al. [35] 


26 


26 


10 


2 


Fusobacterium spp. 


Martin et al. [37] 


4 


4 


2 


3 


Porvimonas micros 


Bartz et al. [39] 


2 


1 


1 


2 


Porphyromonos gingivalis 


Hyvarinen et al. [33] 


9 


90 


36 


7 


Prevotello intermedio 


Maeda et al. [35] 


11 


11 


4 


9 


Streptococcus mutans 


Yoshida et al. [36] 


37 


37 


15 


3 


Tannerella forsythia 


Shelburne et al. [40] 


25 


25 


10 


2 


Treponema denticola 


Hyvarinen et al. [33] 


150 


15 


6 


1 



Legend 

a : Volume of DNA extract (ul)/Volume of total mixture (ul). 
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neither in detection frequency nor load for any of the 
bacterial species. 

Conclusion 

In summary, we present optimized qPCR assays, with 
high intercycler portability, for direct quantification of 8 
bacterial species that have been associated with peri- 
odontal disease. 
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